Objective: To determine the influence and clinical consequences of different tomographic reconstruction algorithms on image quality and diagnostic accuracy of low count statistics single photon emission computed tomography (SPECT).
Introduction
There are many different commercially available algorithms for iterative tomographic reconstruction of Single Photon Emission Computed Tomography (SPECT). Although the manufacturers provide data about the achievable resolution and other factors, direct comparison of different algorithms is usually not done. However, the use of certain reconstruction software packages could considerably influence the image quality. These outcome measures can be of interest as they may lead to more accurate diagnosis, especially in low lesion-to-normal tissue ratios. Also, algorithms optimized for reconstruction of low-count images may allow administration of lower activity doses or decrease the scanning time, directly influencing the patient's radiation burden.
Parathyroid scintigraphy is used to pre-operatively localize the adenoma causing primary hyperparathyroidism (pHPT). pHPT is one of the most common endocrine diseases and the number one cause of hypercalcaemia in non-hospitalized patients. In 80-85% of patients with pHPT the underlying cause is a single parathyroid hormonesecreting adenoma. The treatment of choice for pHPT is surgery; using bilateral neck exploration, 92-98% of patients with pHPT can be cured [1] [2] [3] [4] [5] .
Preoperative localization of the lesions, for example by [
99m Tc]-sestamibi or [ 99m Tc]-tetrofosmin SPECT [6, 7] , can be used to limit surgery to a unilateral or even a minimally invasive approach under local anesthesia with similar high success rates as bilateral neck exploration, leading to lower morbidity, shorter hospital stays and lower costs [8, 9] . For this purpose, high sensitivity of SPECT in the detection of pathological parathyroid tissue is essential [10, 11] . The sensitivity is inversely linked to the size of the lesions, which is attributable to spatial resolution, tracer uptake of lesions, and the partial volume effect [12] .
The purpose of this study was to determine the impact of different commercially available SPECT algorithms on clinical sensitivity in low-contrast imaging, using parathyroid SPECT with [ 99m Tc]-sestamibi. We aimed to determine whether clinical test characteristics (sensitivity and specificity), certainty of interpretation and inter-observer consistency vary between these algorithms. We have therefore compared image quality in patient parathyroid scans and have confirmed the results by phantom scans.
Methods

Image quality
Phantom scans were acquired with decreasing target-to-background ratios (TBRs). The NEMA (National Electrical Manufacturers Association) NU-2 PET chest phantom was used, containing six fillable spheres (inner diameter of 10, 13, 17, 22, 28 and 37 mm) as well as a fillable background volume, considered ideal for simulating parathyroid lesions and cervical/thoracic background activity. The phantom background volume was filled with [ 99m Tc]-pertechnetate using an estimated physiologic background activity concentration of 8.5 kBq/ml based on biodistribution [13] and body statistics [14] data.
The range of target activity concentrations was determined on previously described clinical TBRs [15] , ranging from 1.3 to 2.9. For determination of image resolution, a 1-millimeter droplet of undiluted [ 99m Tc]-pertechnetate (37 MBq) placed in the exact center of the field of view was scanned using the same settings.
Clinical test characteristics
To determine the diagnostic potential of each reconstruction algorithm, 60 consecutive 
Acquisition Settings
All phantom scans were acquired on a Siemens dual head E-cam gamma camera (Siemens Healthcare, Erlangen, Germany) using the local parathyroid protocol, in accordance with the SNM (Society of Nuclear Medicine) and EANM (European Association of Nuclear Medicine) guidelines [16, 17] : 360 degrees rotation, 128
projections, 30sec/projection, 128*128 matrix, non-circular orbit, high-resolution lowenergy parallel-hole collimator. For the acquisitions used to determine image resolution, a circular orbit with a radius of 30 cm was chosen, which was comparable to the other phantom scans.
Clinical imaging was performed as a dual-phase single tracer examination after [18] . Furthermore, its algorithm includes corrections for small gantry movements, truncated data (the total attenuation coefficient is different in case parts of a subject are not inside the measuring boundaries) and utilizes a specific noise suppression algorithm. In contrast, HOSEM does not use resolution recovery.
The settings for both reconstruction algorithms were optimized by the manufacturers Scivis (ReSPECT) and Hermes (HOSEM) based on a random sample of 6 patient data sets. The aim of the optimization was the best subjective image quality, best reflecting the clinical situation. These optimized settings were used for the reconstruction of all SPECT acquisitions including the phantom scans. All scans were tomographically reconstructed including the entire scan region cranial to the upper border of the left ventricle. For automatic determination of body contours the best suiting threshold values based on the first ten scans was selected and used for all further scans. Slice thickness and pixel size were identical; the differences between both reconstruction algorithms were negligible (4.795mm for HOSEM and 4.7951999mm for ReSPECT).
Objective image quality measures
Image activity recovery was quantified using a 3D volume-of-interest (VOI) of the exact volume of the phantom's spheres. Since at lower TBRs the exact location of the smaller spheres proved difficult to determine, these VOIs were drawn on the images with the highest TBR. All other scans were first co-registered with this scan and the defined VOIs In the patient data, 37 mm spheres were drawn in the trapezius muscle as a background area because of its relative homogeneity.
To determine the image resolution, the full width at half maximum (FWHM) of the reconstructed images of the point-source scan was determined by non-linear least squares fitting of a Gaussian function to a profile through the center of the point source in each direction (Inveon Research Workplace version 2.2 (Siemens, Knoxville, TS)). As this definition of resolution in iterative algorithms is highly dependent on the number of iterations, reconstruction was repeated along a range of MLEM (maximum likelihood expectation maximization) equivalent number of iterations, which is defined as the product of the number of OSEM-iterations and -subsets.
For the clinical scans image, contrast was quantified as the target-to-background ratio (
) where T mean is the average tracer concentration of a VOI (3D isocontour of 50% of maximum activity concentration) covering the lesion pointed out by the most experienced observer and B mean is the average signal intensity of the background VOI in the trapezius muscle.
Clinical interpretation
All clinical scans were randomly interpreted by two independent blinded physicians: one experienced nuclear physician (M.G. more than 500 parathyroid scans) and one resident in his last year of training (J.W.A.P.). The observers were asked to score the images on contrast, noise, resolution and interpretive certainty, using a 5-point Likert scale. Higher scores mean better contrast, lower noise, higher resolution and higher certainty of interpretation, respectively.
The localizations of the parathyroid adenomas were compared to surgical, histopathological and follow-up data (serving as standard of reference) to determine the sensitivity (ratio of true positives of all diseased) and specificity (ratio true negatives of all healthy). Patient-based specificity could not be determined since no patients without a parathyroid adenoma were included. Therefore, region-based sensitivity and specificity were determined using four regions: left, right, mediastinum and ectopic, based on clinical relevance (unilateral surgical exploration). Because of the expected difficulties with correlations of descended or ascended adenomas with the result of surgery (a descended upper parathyroid may be considered a lower parathyroid, while for the surgeon it remains an upper gland), it was chosen not to differentiate between superior and inferior parathyroid glands.
Finally, the occurrence of any reconstruction artifacts identified in the patient SPECT scans were described and compared both in frequency and interference with diagnostication.
Statistical analysis
For normally distributed data (assessed by the Shapiro-Wilk statistic, New Brunswick, NJ, USA [19] ), the means (± SD) are presented. Otherwise, the medians (interquartile range, IQR) are presented.
Pair-wise comparison of phantom TBRs, RNLs and image resolution was performed using the non-parametric Wilcoxon test. Agreement between both observers was determined using the κ statistic and McNemar's test was used to compare sensitivity and specificity, both inter-observer and inter-regional. Correlations between subjective image contrast and noise on the one hand and TBR and RNL on the other hand were quantified using Spearman's ρ. Multivariate logistic regression modeling was performed to assess any effects of thyroid nodules and size, lesion size, previous neck surgery and the type of camera used on the true-positive ratio of SPECT scans using an iterative step-wise (forward and backward) model based on likelihood ratio with a cut-off for variable inclusion of p=0.10.
All statistical analyses were performed using SPSS (Statistical Package for the Social Sciences) version 16.0 (SPSS Inc, Chicago, United States). Two-sided statistical significance was set at p<0.05.
Results
Phantom scans: Image quality
All fillable spheres could be visualized adequately for TBRs ≥1. 
Clinical scans: Image quality
A total of 60 lesions were quantified. Although the correlation between subjective and objective measures of image contrast was weak but significant (ρ=0.385, p<0.001), both the objective TBR (median 4.53 (IQR 2.60-4.2) versus 2.97 (IQR 2.06-4.09), p<0.001) as the subjective contrast score (mean 3.37/5 versus mean 2.93/5, p<0.001) was higher for ReSPECT. The concordance of the subjective contrast determined by both observers, however, was weak (κ=0.098, p=0.078).
There was a low but significant correlation between subjective noise ratings and quantified noise levels (ρ=0.214, p=0.014). In opposite to the phantom scans, the clinical reconstructions yielded slightly higher noise levels for ReSPECT (median 0.28 (IQR 0.21-0.35)) versus HOSEM (median 0.22 (IQR 0.14-0.38)), p<0.001). However, both observers found ReSPECT reconstructions to have less noise (mean subjective noise score 3.15/5 versus 3.71/5, p<0.001, κ=0.040, p=0.441).
Subjective resolution ratings were significantly higher for ReSPECT (mean 3.1/5 versus mean 2.5/5, p<0.001, κ=0.056 p=0.282).
Clinical scans: Diagnostic accuracy
Region-based sensitivity and specificity (table 2) was higher for ReSPECT (not significant). The agreement between both observers was moderate for both HOSEM (κ=0.405, p=0.001) and ReSPECT (κ=0.130, p=0.351).
The interpreters were significantly more confident in their readings when using ReSPECT (mean 2.98/5, HOSEM mean 2.62/5, p<0.001). Comparing only true positive lesions (n=44), the certainty was not significantly different. No relations between interpretive certainty and subjective contrast, noise or resolution could be detected.
Artifacts
Both interpreters reported significantly more reconstruction artifacts with HOSEM (92% versus 41%, p<0.001) with a higher rating of impact on the diagnosis (p<0.001). These artifacts were mostly stripe artifacts in the transversal plane for HOSEM, while
ReSPECT artifacts were photopenic areas and occasionally a single stripe at chin height (figure 6). None of these artifacts could be directly linked to the type of camera used.
Multivariate analysis
None of the following factors investigated by multivariate analysis showed an independent significant relation with the true positive rate of the scans: existence of thyroid nodules, thyroid enlargement, previous neck surgery, lesion size, camera type, existence of image artifacts.
Discussion
To the best of our knowledge, this is the first clinical study to directly compare different commercially available reconstruction algorithms for objective and subjective image quality, diagnostic test characteristics and observer variability. Our results clearly demonstrate the potential clinical impact of different commercially available algorithms for iterative tomographic reconstruction on image quality (noise, contrast recovery and spatial resolution). Most healthcare professionals in nuclear medicine believe that the camera will have the most important influence on image quality. Many vendors of camera systems stress the improved image quality of their newest products in sales brochures. Our results indicate that the reconstruction software package may have a much larger influence on the image quality than the camera system. It is well-known that the type of reconstruction (FBP versus OSEM) has a considerable effect on image quality [20] . No differences between reconstruction software from different vendors had been found in a previous study using numeric phantom simulations [21] . In contrast, we have used images with a low count rate and have evaluated the clinical impact. We therefore believe that the differences between the reconstruction software packages may be most apparent in low count-rate scans such as parathyroid scans, somatostatin receptor scans etc.
ReSPECT performed better in this study, raising the question whether this may be due to a favorable trade-off in the reconstruction settings for the specific study design. Based on our results, we believe that this is not the case. Although image noise and contrast recovery are often positively related (smoothing, for example, will lead to lower noise but also to lower contrast recovery), this was not the case in our phantom studies: ReSPECT reconstruction yielded both better results in noise and contrast, rendering strategies such as smoothing unlikely to be responsible for the observed differences.
The applied definition for image resolution by determination of the FWHM of reconstructed images of a point source scan is susceptible to the number of iterations in iterative tomographic reconstruction algorithms. In order to describe this relation we have determined the resolution in a wide range of MLEM-equivalent numbers of iterations. As expected, the resolution improves for ReSPECT as a function of the number of iterations. This was not the case for HOSEM, which may be due to ReSPECT's resolution recovery (which HOSEM lacked). ReSPECTs higher resolution might explain the improved percentage recovered contrast in especially the smaller spheres, as a higher resolution will result in a decreased influence of partial-volume effects. We are aware that iterative reconstruction algorithms when applied to point sources or line sources do not yield unambiguous values of the observed FWHMs of these sources. The results depend e.g. on the number of iterations, subsets, post recon filtering, specific choices dealing with the projection matrix, etc. However, we found it nevertheless useful to present the results for a point source as well and to investigate the effect of the number of iterations.
The subjective resolution, contrast and noise correlated well with the objectively measured values from the clinical scans as well as the phantom scans. The results for lowest image noise in the phantom scans (ReSPECT) compared to the clinical scans (HOSEM) are contradictory. However, the higher spatial resolution of ReSPECT would lead to a higher recovery of tissue heterogeneity. As the definition used for noise in our study assumes homogenous tracer distribution in the VOI under investigation, the use of inhomogeneous tissues (trapezius muscle) would lead to an artificially higher value for the RNL for ReSPECT in the patient scans as compared to HOSEM. A lower resolution leads to smoothing of tissue heterogeneity due to partial-volume-effects, resulting in a lower RNL for HOSEM.
The improved image quality characteristics found in the phantom studies indicated towards a potential positive influence of ReSPECT on both, sensitivity and specificity of detection of parathyroid pathology on late [
99m Tc]-sestamibi parathyroid SPECT scans.
The actually detected differences in sensitivities between both algorithms would have led to the avoidance of one futile bilateral neck exploration in 20 patients. This means that in 5% of the cases, minimally invasive neck surgery would suffice instead of bilateral exploration. However, the observed difference did not reach statistical significance. 
Conclusion
The algorithm used for image reconstruction directly influences the image quality and may therefore have an impact on patient management. Although differences in image quality are attributable to the performance of gamma cameras in the perception of many professionals working in nuclear medicine, our study indicates that the reconstruction algorithm may have a higher influence on image quality. We should be aware that while gamma cameras have to be certified for approval as medical devices in the EU, this is not the case for image reconstruction software. Therefore, although a certain level of performance can be guaranteed for gamma cameras, this is not the case for reconstruction software. In view of our results, we believe that systematic comparison of image reconstruction software it advisable. ReSPECT. The parathyroid adenoma can more clearly be delineated on the ReSPECT reconstructed images although it is also visible on the HOSEM reconstructed images. 
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